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Abstract. Recent advances in laser spectroscopy enable
high-frequency in situ measurements of the isotope compo-
sition of water vapour. At low water vapour mixing ratios,
however, the measured stable water isotope composition can
be substantially affected by a measurement artefact known
as the mixing ratio dependency, which is commonly consid-
ered independent of the isotope composition. Here we sys-
tematically investigate how the mixing ratio dependency, in
a range from 500 to 23 000 ppmv of three commercial cav-
ity ring-down spectrometers, is affected by the isotope com-
position of water vapour. We find that the isotope compo-
sition of water vapour has a substantial and systematic im-
pact on the mixing ratio dependency for all three analysers,
particularly at mixing ratios below 4000 ppmv. This isotope
composition dependency can create a deviation of ± 0.5 ‰
and ±6.0 ‰ for δ18O and δD, respectively, at ∼ 2000 ppmv,
resulting in about 2 ‰–3 ‰ deviation for the d-excess. An
assessment of the robustness of our findings shows that the
overall behaviour is reproducible over up to 2 years for differ-
ent dry gas supplies, while being independent of the method
for generating the water vapour and being the first order of
the evaluation sequence. We propose replacing the univari-
ate mixing ratio dependency corrections with a new, com-
bined isotope composition–mixing ratio dependency correc-
tion. Using aircraft- and ship-based measurements in an Arc-
tic environment, we illustrate a relevant application of the
correction. Based on our findings, we suggest that the de-
pendency on the isotope composition may be primarily re-
lated to spectroscopy. Repeatedly characterising the com-
bined isotope composition–mixing ratio dependency of laser
spectrometers when performing water vapour measurements
at high elevations, on aircraft, or in polar regions appears crit-
ical to enable reliable data interpretation in dry environments.
1 Introduction
Stable water isotopes (hydrogen and oxygen) are natural
tracers in the atmosphere and hydrosphere and have long
been used to improve our understanding of the hydrological
cycle and climate processes (Dansgaard, 1953, 1954; Gat,
1996). Advances in laser spectroscopy now allow for high-
frequency in situ measurements of the isotope composition
of water vapour in the atmosphere (Kerstel, 2004; Kerstel and
Gianfrani, 2008). One commercially available type of instru-
ment is the cavity ring-down spectrometer (CRDS) manufac-
tured by Picarro, Inc., USA. The measurement principle of
CRDS is based upon the absorption of a laser pulse at a wave-
length specific to a given isotopologue (O’Keefe and Dea-
con, 1988; Crosson, 2008). The Picarro L2130-i and L2140-i
CRDS analysers have an optimal performance within a water
vapour mixing ratio of 19 000–21 000 ppmv (parts per mil-
lion by volume), where high signal-to-noise ratios enable
precise measurements. This range is typically maintained
during liquid sample analysis. In situ measurements of the
atmospheric water vapour isotopes are not constrained to this
optimal mixing ratio range (Gupta et al., 2009). At lower
water vapour mixing ratios, the measurement uncertainty in-
creases due to weaker absorption and, thus, lower signal-to-
noise ratios. Additionally, outside of this range, the measure-
ment suffers from a mixing-ratio-dependent deviation of the
isotope composition. Since atmospheric mixing ratios can
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vary from below 500 ppmv in dry regions (e.g. polar regions
or the middle and upper troposphere) to 30 000 ppmv or more
in humid regions (e.g. the tropics), an appropriate correc-
tion for this mixing ratio dependency for high-quality in situ
measurements of atmospheric water vapour is required (e.g.
Aemisegger et al., 2012; Bonne et al., 2014).
The water vapour mixing ratio dependency (hereafter mix-
ing ratio dependency), sometimes also named the humidity
isotope response (Steen-Larsen et al., 2013, 2014) or con-
centration dependency (Wen et al., 2012; Bailey et al., 2015)
of infrared laser spectrometers for water isotopes, has been
described in numerous studies (e.g. Lis et al., 2008; Schmidt
et al., 2010; Sturm and Knohl, 2010; Bastrikov et al., 2014;
Sodemann et al., 2017). Many studies found the mixing ratio
dependency to be non-linear and, to some extent, specific to
both the instrument used and the isotope composition mea-
sured. For example, reviewing the then-available systems for
vapour generation on Picarro L1115-i and L1102-i analysers,
Wen et al. (2012) showed that the mixing ratio dependency
could vary for each specific instrument. Aemisegger et al.
(2012) demonstrated that the mixing ratio dependency varies
for different instrument types and generations and is affected
by the matrix gas used during calibration. However, these au-
thors did not find a substantial dependency on the isotope
composition when testing four different standards. Bonne
et al. (2014) speculated that the different mixing ratio de-
pendency functions at low mixing ratios (below 2000 ppmv)
for their two working standards are likely an artefact of resid-
ual water vapour after using a molecular sieve. Bailey et al.
(2015) found the mixing ratio dependency to be clearly dif-
ferent for three tested standard waters, while emphasising the
uncertainties from statistical fitting in which the characteri-
sation data are infrequent. Sodemann et al. (2017) found a
substantial impact from a mixing ratio dependency correc-
tion when processing aircraft measurements of d-excess over
the Mediterranean Sea but did not account for different iso-
topic standards in detail. Bonne et al. (2019) characterised
the mixing ratio dependency of their ship-based water vapour
isotope measurements using four water standards and noted
a dependency of the mixing ratio dependency on the iso-
tope standard. They did not observe a significant drift in the
dependency for measurements separated by several months.
Using the ambient air dried through an Indicating Drierite as
a carrier gas, Thurnherr et al. (2020) characterised the mixing
ratio dependency for their customised L2130-i analyser op-
erating with two different cavity flow rates. They observed a
moderate dependency on the isotope composition with a nor-
mal cavity flow rate (∼ 50 sccm) but found a much weaker,
or negligible, dependency on the isotope composition with a
high cavity flow rate (∼ 300 sccm).
To summarise, only some previous studies have recog-
nised the impact of the isotope composition of measured
standards on the mixing ratio dependency as a significant
uncertainty source. More importantly, no systematic inves-
tigation of the influence of the isotope composition on the
mixing ratio dependency has been conducted so far. Given
the potentially large impact of such corrections at very low
water vapour mixing ratios, this is an important piece of re-
search required for enabling the reliable interpretation and
comparison of measurements at dry conditions (such as in
the high-elevation or polar regions or from research aircraft).
Here we present a systematic analysis of the impact of the
isotope composition on the mixing ratio dependency for three
commercial CRDS analysers, namely one Picarro L2130-i
analyser and two Picarro L2140-i analysers, by using five
standard waters with different isotope compositions. Meth-
ods and data are presented in Sect. 2. Using the measure-
ments from one analyser, we demonstrate the characterisa-
tion of the isotope composition–mixing ratio dependency
in Sect. 3. We then evaluate the robustness of the isotope
composition–mixing ratio dependency across the three anal-
ysers by also considering the different vapour generators,
matrix gas compositions, measuring sequences, and tempo-
ral stability (Sect. 4). A new correction scheme is proposed
in Sect. 5. Using water vapour isotope measurements from
aircraft and a ship acquired during the Iceland–Greenland
Seas Project (IGP) measurement campaign in the Iceland–
Greenland seas (Renfrew et al., 2019) as a test case, we in-
vestigate the potential impact of the isotope composition–
mixing ratio dependency correction in Sect. 6. We then dis-
cuss the potential origin of the influence of isotope com-
position on the mixing ratio dependency (Sect. 7). Finally,
we provide recommendations on how to apply the correction
scheme to other analysers (Sect. 8).
2 Methods and data
This section introduces the terminology used throughout the
paper, explains the measurement principle of the instruments
used, and provides an overview of the total of 15 experiments
(Table 1) that have been conducted to evaluate the potential
influencing factors on the isotope composition–mixing ratio
dependency both separately and repeatedly. These 15 exper-
iments can be separated into five categories with respect to
their aims (Table 3). With these five categories, we assess the
following influencing factors: the dependence on the vapour-
generating method, the dependence on the specific instru-
ment, the long-term stability of the dependence behaviour,
the influence from the dry gas matrix, and the influence of
the measuring sequence. In the end, we introduce the in situ
measurement data that are used to illustrate the impact of
correction.
2.1 Terminology
The abundance of stable water isotopes in a reservoir is quan-
tified as the concentration ratio of the rare (HD16O or H182 O)
to the abundant (H162 O) isotopologue. Note that the defini-
tion here is referred to as the molecular isotope ratio, as mea-
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Table 1. Overview of all 14 characterisation experiments regarding the instrument, the vapour-generation method, the type of dry gas supply,
the measured standard waters, the mixing ratio steps, the mixing ratio span, and the experiment time. For characterisations with injections,
four injections are typically carried out at each mixing ratio. For characterisations with continuous vapour streaming via a Standard Delivery
Module (SDM), normally 20–40 min of measurements are carried out at each mixing ratio. The values of the water concentrations are the
uncalibrated values measured on the corresponding analyser. Instrument HIDS2254 is model type L2130-i, while instruments HKDS2038
and HKDS2039 are of model type L2140-i.
No. Instrument Method Dry gas Standard water Steps Span (ppmv) Time
1 HIDS2254 Autosampler Synthetic air GSM1, MIX, VATS, DI, EVAP 47–49 ∼ 500–23 000 Feb 2017
2 Autosampler Synthetic air GSM1, VATS, DI, EVAP 27–30 ∼ 1000–23 000 May 2018
3 Autosampler N2 GSM1, VATS, DI, EVAP 25–29 ∼ 500–23 000 May 2018
4 SDM Synthetic air DI 24 ∼ 700–23 000 Jul 2016
5 SDM Synthetic air DI 11 ∼ 1300–20 000 Feb 2018
6 SDM Synthetic air GSM1, DI 23,27 ∼ 700–23 000 Jun 2018
7 SDM N2 GSM1, DI 13,16 ∼ 1200–23 000 Jun 2018
8 SDM Air through Drierite GSM1 27 ∼ 700–23 000 Dec 2016
9 HKDS2038 Autosampler N2 GSM1, MIX, VATS, TAP, EVAP 42–44 ∼ 800–27 000 Jan 2017
10 Autosampler N2 GSM1, VATS, DI 36,29,19 ∼ 600–30 000 Feb 2018
11 Autosampler N2 MIX 19 ∼ 300–23 000 Dec 2019
12 Manual injection Synthetic air NEEM, GV, BERM 8 ∼ 2400–24 000 Feb 2018
13 Manual injection Synthetic air NEEM, GV, BERM 8 ∼ 2600–22 000 Mar 2018
14 HKDS2039 Autosampler N2 GSM1, MIX, VATS, DI, EVAP 45–47 ∼ 500–27 000 Jan 2017
15 Autosampler N2 GSM1 20 ∼ 500–24 000 Jul 2019
sured by laser spectrometry. Apart from statistical factors,
this definition can be shown to be equal, in the first order, to
the atomic isotope ratio R determined by mass spectrometry
(Mook et al., 2001). The (molecular) isotope ratio of hydro-





Isotope abundance is generally reported as a deviation of
the isotope ratio of a sample relative to that of a standard,
known as δ value, and is commonly expressed in units of per
mil (‰) deviation from the Vienna Standard Mean Ocean
Water 2 (VSMOW2) by means of 2RVSMOW2 = (155.76±
0.05)× 10−6 (Hagemann et al., 1970) and 18RVSMOW2 =
(2005.20±0.45)×10−6 (Baertschi, 1976). The VSMOW2 is
distributed by the International Atomic Energy Agency (In-






The magnitude of the deviation introduced by the mixing ra-
tio dependency is typically at least 1 order of magnitude less
than the span of the isotope compositions of the measured
standards. To focus on the deviation of the measured isotope
compositions at various mixing ratios (δmeas) from the iso-
tope composition at a reference mixing ratio (δcor), we use
the 1δ notation, which is defined as follows:
1δ = δmeas− δcor. (3)
We choose 20 000 ppmv as a reference level within the nom-
inal optimal performance range of the CRDS analyser. The
isotope composition at the exact value of 20 000 ppmv is thus
obtained from a linear interpolation between the closest mea-
surements above and below 20 000 ppmv (mostly between
19 000 and 21 000 ppmv). Note that all mixing ratios reported
in this study are direct (raw) measurements from the CRDS
and that the isotope composition–mixing ratio dependency
correction is applied to the raw data before calibration.
While1δ18O and1δD are given directly by the definition
above, the deviation for the secondary parameter d-excess=
δD−8 ·δ18O (Dansgaard, 1964) is obtained from the follow-
ing calculation: 1d-excess=1δD− 8 ·1δ18O.
2.2 Instruments
The instruments investigated in this study include two
Picarro L2140-i analysers (serial nos. HKDS2038 and
HKDS2039) and one Picarro L2130-i analyser (serial no.
HIDS2254; all from Picarro, Inc., USA). Hereafter, we re-
fer to each instrument by their serial number. The instru-
ments record at a data rate of ∼ 1.25 Hz and with an air
flow of ∼ 35 sccm through the cavity. To minimise instru-
ment drift and errors from the spectral fitting, these CRDS
systems control the pressure and temperature of their cavi-
ties at (80±0.02) ◦C and (50±0.1)Torr ((66.66±0.13) hPa)
precisely.
For the spectral fitting, the instruments target three absorp-
tion lines of water vapour in the region of 7199–7200 cm−1
(Steig et al., 2014). In the CRDS, a laser saturates the mea-
surement cavity at one of the selected absorption wave-
lengths. After switching the laser off, a photodetector mea-
sures the decay (ring down) of photons leaving the cav-
ity through the semi-transparent mirrors (slightly less than
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100 % reflectivity). The ring-down time is inversely related
to the total optical loss in the cavity. For an empty cavity,
the ring-down time is solely determined by the reflectivity
of the mirrors. For a cavity containing gas that absorbs light,
the ring-down time will be shorter due to the additional ab-
sorption from the gas. The absorption intensity at a particular
wavelength can be determined by comparing the ring-down
time of an empty cavity to the ring-down time of a cavity
that contains gas. The absorption intensities at all measured
wavelengths generate an optical spectrum in which the height
or underlying area of each absorption peak is proportional to
the concentration of the molecule that generated the signal.
The height or underlying area of each absorption peak is cal-
culated based on the proper fitting of the absorption baseline.
At lower water vapour concentrations, the signal-to-noise ra-
tio decreases and the fitting algorithms are affected by vari-
ous error sources (see Sect. 7).
As a custom modification, the L2130-i (serial
no. HIDS2254) operates with two additional lasers that
allow for rapid switching between the three target wave-
lengths, which enables a higher (5 Hz) data acquisition rate
and a larger cavity-flow rate than a regular L2130-i. In the
present study, we used the flow rates and measurement fre-
quencies as for regular L2130-i analysers. The L2130-i uses
peak absorption for the spectral fitting, whereas the L2140-i
uses an integrated absorption within the spectral features
(Steig et al., 2014). The L2140-i is therefore substantially
less sensitive to the pressure broadening and narrowing of
the absorption lines due to changes in the matrix gas that
can affect older generation analysers, such as the L2120-i
(Johnson and Rella, 2017). Manufacturer specifications
commonly state a measurement range for vapour from 1000
to 50 000 ppmv. As a custom modification, all instruments
used here have been calibrated down to 200 ppmv with an
unspecified procedure by the manufacturer.
Water vapour measurements with these instruments have
a total error budget that involves the uncertainty from the
calibration standards projecting onto the VSMOW2 and
Standard Light Antarctic Precipitation 2 (SLAP2; collec-
tively VSMOW2–SLAP2) scale and from the time-averaging
method employed for the native time resolution data. The
Allan deviation quantifies the precision – depending on the
averaging time interval. Previous studies found typical Al-
lan deviations of < 0.1 ‰ for δ18O and ∼ 0.1 ‰ for δD at
15 700 ppmv for averaging times of 1–2 min for the L2130-i
(Aemisegger et al., 2012) and similar values for these averag-
ing times for the L2140-i (Steig et al., 2014). Any corrections
for the mixing ratio dependency are applied to the raw data
at a native time resolution. The uncertainty of any correction
is thereby given from a combination of the averaging time
of the vapour measurements at a given mixing ratio and the
uncertainty of the employed calibration standards.
2.3 Standard waters
To identify the influence of the isotope composition on the
mixing ratio dependency, we have used multiple internal
standard waters calibrated on the international VSMOW2–
SLAP2 scale to characterise the mixing ratio dependency.
The standard waters include four laboratory standards in use
at the Facility for Advanced Isotopic Research and Monitor-
ing of Weather, Climate and Biogeochemical Cycling (FAR-
LAB) of the University of Bergen and three laboratory stan-
dards in use at the isotope laboratory of the University of
Iceland (UI; Table 2). For the FARLAB standards, one is
obtained from snow in Greenland (GSM1), one is moun-
tain snow from Norway (VATS), one consists of deionised
tap water at Bergen (DI), and one is evaporated DI water
(EVAP). Besides the four laboratory standards, we have also
used an even mixing between GSM1 and VATS (MIX) and
the uncalibrated deionised tap water (TAP). For the UI stan-
dards, one is from snow at the North Greenland Eemian Ice
Drilling (NEEM) site in Greenland, one consists of ground-
water in Reykjavik (GV), and one is Milli-Q® purified water
based on ocean water from Bermuda (BERM). The isotope
compositions of all the waters used span from −33.52 ‰ to
5.03 ‰ for δ18O and from−262.95 ‰ to 6.26 ‰ for δD (Ta-
ble 2).
2.4 Vapour-generation methods
We use two methods to generate vapour for characterising the
isotope composition–mixing ratio dependency of the three
instruments, namely discrete liquid injections and continuous
vapour streaming. These are essentially two ways of generat-
ing a vapour sample to be analysed by the infrared spectrom-
eters. Both methods involve the injection of a liquid stan-
dard water into a heated evaporation chamber in which the
injected water is completely evaporated and mixed with a dry
matrix gas.
2.4.1 Dry gas supply
Previous studies of Picarro CRDS analysers preceding the
L2140-i show that the matrix gas has an influence on the
characterisation of the mixing ratio dependence in the CRDS
isotope measurement of water vapour (Aemisegger et al.,
2012; Johnson and Rella, 2017). It is therefore important
to know the influence of the matrix gas on the isotope
composition–mixing ratio dependency to determine, depend-
ing on the measurement situation, a preferred method for
obtaining the final correction relationship. The manufac-
turer recommends a customer-supplied gas drying unit (e.g.
Drierite desiccants) to supply dry gas for the Standard Deliv-
ery Module (SDM) unit. Here we either used a single drying
unit with ambient air or dry gas cylinders that contain syn-
thetic air (synthetic air 5.5, purity 99.9995 %; Praxair Norge
AS) or N2 (Nitrogen 5.0, purity > 99.999 %; Praxair Norge
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Table 2. Isotope compositions of the standard waters used in this study. The values are reported on the VSMOW2–SLAP2 scale. FARLAB
standards are the laboratory standards used at FARLAB, University of Bergen, and UI standards are the laboratory standards used at the
isotope laboratory of the University of Iceland. All the waters are at laboratory working standards, except MIX and TAP. MIX is obtained
from an even mixing of GSM1 and VATS. TAP is deionised tap water from Bergen, Norway. The isotope compositions of these two waters
are calibrated in experiment 9 by using the measured working standards. The σ for FARLAB standards represents the standard deviation of
the mean for the six liquid injections, while σ for UI standards is a long-term standard deviation.
δ18O (‰) σ (‰) δD (‰) σ (‰) d-excess (‰) σ (‰)
FARLAB standards
GSM1 −33.07 ±0.02 −262.95 ±0.04 1.63 ±0.17
MIX −24.78 ±0.02 −193.90 ±0.08 4.30 ±0.20
VATS −16.47 ±0.02 −127.88 ±0.09 3.89 ±0.18
DI −7.78 ±0.01 −50.38 ±0.02 11.83 ±0.10
TAP −7.98 ±0.01 −52.89 ±0.05 10.97 ±0.13
EVAP 5.03 ±0.02 4.75 ±0.11 −35.47 ±0.16
UI standards
NEEM −33.52 ±0.05 −257.1 ±0.6 11.05 ±0.72
GV −8.54 ±0.05 −57.7 ±0.6 10.60 ±0.72
BERM 0.52 ±0.05 6.3 ±0.6 2.10 ±0.72
Table 3. Summary of the experiment design ordered by the aims and including the dependency on the vapour-generating method, the
dependency on the tested instrument, the long-term stability of the dependency behaviour, the influence from the dry gas supply, and the
influence of the measuring sequence.
Experiments Factor Instrument Parameters Figure
2, 6 Vapour generation HIDS2254 Synthetic air A1 (a–c)
3, 7 Vapour generation HIDS2254 N2 Not shown
6, 7, 8 Dry gas supply HIDS2254 Synth. air, N2, Drierite, SDM A1 (d–f)
2, 3 Dry gas supply HIDS2254 Synth. air, N2, autosampler Not shown
9, 11, 15 Measuring sequence HKDS2038, HKDS2039 Autosampler, N2 A1 (g–i)
3, 9, 14 Instrument type HIDS2254, HKDS2038, HKDS2039 Autosampler, N2 A2
1, 2 Long-term stability (15 months) HIDS2254 Autosampler, synthetic air A3
4, 5, 6 Long-term stability (20–25 months) HIDS2254 SDM, Synthetic air Not shown
9, 10 Long-term stability (11 months) HKDS2038 Autosampler, N2 Not shown
12, 13 Long-term stability (1 month) HKDS2038 Manual inj., Synthetic air Not shown
AS). We have tested the three types of dry gas supply, with
the characterisation on instrument HIDS2254, for continu-
ous vapour streaming, and we have characterised the three
analysers using synthetic air and/or N2 for discrete liquid in-
jections. Ambient air dried through Drierite can still contain
some moisture (typically about 200 ppmv when the ambient
water vapour is around 10 000 ppmv), which can contribute
a non-negligible fraction to the measured isotope composi-
tion at low mixing ratios (e.g. 10 % below 2000 ppmv). The
use of several drying units in a row, which includes the ver-
tical arrangement of drying units to prevent preferential gas
flow, and careful handling of tubing tightness may provide
the same background mixing ratio as with a gas cylinder (Ku-
rita et al., 2012), but that has not been tested here.
2.4.2 Discrete liquid injections
The discrete liquid injections repeatedly generate vapour
pulses by injecting between 0 and 2 µL of standard water
from 1.5 mL PTFE/rubber-septum sealed vials with a 10 µL
syringe (VWR, part no. 002977). Injections are operated by
an autosampler (A0325; Picarro, Inc., USA) or by manual in-
jection. Vaporisation of liquid water is achieved in a Picarro
vaporiser (A0211; Picarro, Inc., USA) set to 110 ◦C. The va-
poriser mixes the water vapour with synthetic air or N2 from
a gas cylinder at a pressure set to ∼ 170 hPa. The vaporiser
chamber seals off for a few seconds to allow for sufficient
mixing between the vapour and the matrix gas before deliv-
ering the mixture to the analyser at a highly stable mixing
ratio.
Before switching to a new standard water, 8–12 injec-
tions of the new standard water at a mixing ratio of ∼
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20000 ppmv were applied each time to account for the mem-
ory effects from the previous injections. Then the sequence
begins at the lowest (∼ 500 ppmv) and ends at the highest
(∼ 23000 ppmv) mixing ratio. Various mixing ratios are ob-
tained by adjusting the injection volume in the 10 µL syringe.
The injection volume was modified to be between 0.05 and
2.5 µL with a step of 0.05 µL, resulting in mixing ratios be-
tween approximately 500 and 23 000 ppmv with a step of ∼
450 ppmv. Four injections in the high-precision mode (longer
measurement period with approximately 10 min per injec-
tion) were applied to each mixing ratio, and the last three
injections were then averaged for further analysis. Injections
with an injection volume of 2 µL (∼ 19000 ppmv) were car-
ried out at the beginning and end of a sequence to account
for potential instrument drift. A sequence for one standard
water lasts approximately 35 h. The instrument drift within
a sequence typically has a magnitude of (0.05± 0.02)‰,
(0.7±0.1)‰, and (0.4±0.1)‰ for δ18O, δD, and d-excess
respectively. The drift is 4–7 times larger than the uncertainty
associated with the estimated drift but 1 order smaller than
the deviation introduced by the mixing ratio dependency; it
is corrected by assuming a temporal linearity during the se-
quence period.
Manual liquid injections were carried out during a field de-
ployment where no autosampler was available. During man-
ual injections, it is challenging to maintain a constant injec-
tion volume, and it is thus difficult to achieve a precise con-
trol of the water vapour mixing ratios. In this case, only injec-
tion volumes between 0.2 and 1.6 µL with a step of ∼ 0.2 µL
are employed, which roughly corresponds to mixing ratios
between 2400 and 24 000 ppmv with a step of ∼ 3000 ppmv.
Despite the shorter measurement period (about 6 h), the in-
strument drift within a sequence increased by a factor of 2–3
for δ18O ((0.16±0.03)‰) and δD ((1.65±0.18)‰), result-
ing in a drift of (0.37± 0.22)‰ for d-excess. The relatively
high instrument drift, when compared to the autosampler in-
jections in the laboratory, is most likely due to the uncertainty
introduced by the variable injection volume and the opera-
tion on a container on the deck of a research vessel (Renfrew
et al., 2019). Instrument drift is corrected by assuming lin-
ear drift during each characterisation experiment. In all char-
acterisation experiments, we applied three to five FARLAB
standard waters when using an autosampler or three UI stan-
dard waters in the case of manual injections.
2.4.3 Continuous vapour streaming
To test the influence of the vapour-generation method, we
used the continuous water vapour streaming of two labora-
tory standard waters (DI and GSM1). A continuous vapour
stream is generated via a so-called Standard Delivery Mod-
ule (SDM, A0101; Picarro, Inc., USA). The SDM is a device
with two syringe pumps that provides automated delivery of
two standard waters at up to three water concentrations per
standard. The standard water is delivered to the Picarro va-
poriser where it is instantly vaporised at 140 ◦C and simulta-
neously mixed with a dry matrix gas. The routines for vapour
streaming at the different mixing ratios applied here follow
recommendations by the manufacturer to characterise each
instrument’s mixing ratio dependency (SDM user manual;
Picarro, Inc.). Mixing ratios between 600 and 24 000 ppmv
were obtained by adjusting the liquid water injection speed
of the syringe pumps from 0.002 to 0.8 µLs−1. The gener-
ated standard vapour is continuously delivered to and mea-
sured by the spectrometer. During the characterisation, we
measured about 25 mixing ratios at a step of ∼ 1000 ppmv
(0.003 µLs−1) for each standard water. Each mixing ratio is
measured for 20–40 min, and the averaged value of a 5 min
period close to the end of the measurement is used in the
analysis. Due to unstable calibration performance, only sec-
tions of 1–2 min were used for the characterisations done in
July 2016 and February 2018 for the laboratory standard DI
on instrument HIDS2254.
A measurement sequence of standard GSM1 with ambient
air dried through Drierite shows that the magnitude of the
instrument drift during a 22 h measurement with the SDM
is similar to that of the liquid injection with an autosam-
pler. However, due to the lower precision of the SDM mea-
surement, the instrument drift is comparable to – (0.10±
0.09)‰ and (0.96±0.36)‰ for δ18O and δD respectively –
or smaller for the uncertainty associated with the estimated
drift, i.e. (0.24±0.78)‰ for d-excess. Therefore, except for
the measurement with standard GSM1 mentioned previously,
the measurements with the SDM are not corrected for instru-
ment drift.
2.5 In situ measurement data for studying the impact
of the isotope composition–mixing ratio
dependency correction
In order to test the impact of the isotope composition–mixing
ratio dependency correction on actual measurements, we ap-
plied the proposed correction scheme to two data sets ob-
tained from in situ vapour measurements during the Iceland–
Greenland Seas Project (Renfrew et al., 2019) on board a
research aircraft (analyser HIDS2254) and a research ves-
sel (analyser HKDS2038) in March 2018 on the Iceland–
Greenland seas (∼ 68◦ N, 12◦W).
The HIDS2254 analyser was installed on board a Twin Ot-
ter research aircraft. The instrument was fixed on a rack on
the right side of the non-pressurised cabin. A 3.5 m stainless-
steel tube with 3/8 in. diameter, insulated and heated to
50 ◦C, was led from a backward-facing inlet located behind
the right cockpit door to the analyser. A backward-facing in-
let was selected to ensure that only vapour (and not parti-
cles or droplets) would be sampled. A manifold pump was
used to draw the vapour through the inlet at a flow rate of
about 8 slpm. The HIDS2254 took a sub-sample through a
0.2 m stainless-steel tubing in low-flow mode at a flow rate
of ∼ 35 sccm. The selected vapour measurements from the
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aircraft were taken in the lower troposphere above the Ice-
land Sea during a cold air outbreak (CAO) on 4 March 2018.
The particular water vapour measurement segment utilised
here was taken during a 9 min long descent of the aircraft
from 2900 to 180 m a.s.l. A Greenland blocking associated
with northerlies in the Iceland–Greenland seas caused cold
atmospheric temperatures, with an average of −12 ◦C at al-
titudes below 200 m. Accordingly, mixing ratios at low lev-
els ranged from 2000 to 2700 ppmv. At higher levels, mix-
ing ratios were as low as about 900 ppmv. After applying
any correction schemes (see below), the water vapour isotope
data from the aircraft are calibrated to the VSMOW2–SLAP2
scale using the long-term average of calibrations, with inter-
nal FARLAB laboratory standards on GSM1 and DI, by us-
ing the SDM from before and after the flight survey (details
described in a forthcoming publication).
For the vapour measurements on board the research ves-
sel (R/V Alliance), the HKDS2038 analyser was installed
inside a heated measurement container that was placed on
the crew deck at about 6 m above the water’s surface. The
ambient air was drawn into the container with a flow rate
of around 8 slpm by a manifold pump through a 5 m long
1/4 in. stainless-steel tube and was heated to about 50 ◦C
with self-regulating heating tape. The tube inlet was mounted
4 m above the deck and was protected from precipitation with
a downward-facing tin can. The selected time period from the
research vessel was acquired during a CAO event between 14
and 16 March 2018. At the beginning of the event, the mix-
ing ratio dropped from 6000 to below 3000 ppmv within 2 h
and then stayed at around 3000 ppmv for about 24 h before it
increased to 8000 ppmv again.
3 Isotope composition–mixing ratio dependency
In this section we present the isotope composition–mixing
ratio dependency from the characterisation result for the
HIDS2254 instrument (Fig. 1). The characterisation is car-
ried out using the method of discrete liquid injections (ex-
periment 1). At each mixing ratio, a total of four injections
are carried out in high-precision mode, and the last three in-
jections are averaged for further analysis. The uncertainty at
each mixing ratio is calculated as the standard deviation of
the three injections taken; this standard deviation (colour er-
ror bars in Fig. 1) is substantially smaller than the standard
deviation of one single injection (indicated by thick grey er-
ror bars in Fig. 1).
The mixing ratio dependency for δ18O, displayed as
the deviation 1δ18O, exhibits a skewed, inverse-U shape
(Fig. 1a) for all of the water standards. As an example, stan-
dard GSM1 (dark blue symbols) starts with a deviation of
−0.1 ‰ for a high mixing ratio of 23 000 ppmv, becomes
positive after passing 20 000 ppmv, and continues increas-
ing until reaching a maximum of around 3000 ppmv. Then
1δ18O quickly drops at lower mixing ratios and becomes
negative again at around 500 ppmv. As the mixing ratio de-
creases further, the magnitude of the deviation increases
substantially. Notably, the mixing ratio dependencies of the
other four standard waters (light blue, green, orange, and red
symbols for MIX, VATS, DI, and EVAP respectively) also
depict an inverse-U shape. However, the maxima become
smaller and shift towards higher mixing ratios (bottom right
in Fig. 1a) with a more enriched isotope composition. This
isotope-composition-related shift leads to an enlarged differ-
ence of 1δ18O between any of the standard waters. For ex-
ample,1δ18O for GSM1 (dark blue symbols) and EVAP (red
symbols) differ by ∼ 0.9 ‰ at 2000 ppmv and by 2.0 ‰ at
1000 ppmv.
The isotope-composition-related shift is even more pro-
nounced for1δD (Fig. 1b). For the standard waters with rel-
atively depleted isotope compositions (GSM1 – dark blue;
and MIX – light blue),1δD is positive and becomes larger as
the mixing ratios decrease. For the standard waters with rel-
atively enriched isotope compositions (VATS – green; DI –
orange; and EVAP – dark red), 1δD becomes more negative
with decreasing mixing ratios. This leads to an increasing di-
vergence of the mixing ratio dependency at ∼ 15000 ppmv
and below. For example, 1δD for GSM1 (dark blue) and
EVAP (red) differ by ∼ 11 ‰ at 2000 ppmv and by ∼ 21 ‰
at 1000 ppmv.
The isotope composition dependency of 1δ18O and 1δD
has a substantial impact on the mixing ratio dependency of
1d-excess for different water standards. The mixing ratio de-
pendency of 1d-excess below ∼ 15000 ppmv now exhibits
a U-shape, with the minimum located between 4000 (DI –
orange) and 7000 ppmv (GSM1 – dark blue). The deviation
for GSM1 (dark blue) and EVAP (red) differs by ∼ 3.8 ‰ at
2000 ppmv and by ∼ 5.3 ‰ at 1000 ppmv.
In summary, this characterisation shows that the mixing ra-
tio dependency varies systematically according to the isotope
composition of the measured standard water. It is most pro-
nounced at low mixing ratios (below 10 000 ppmv) and also
increases at lower mixing ratios. The substantial deviations
are clearly important for in situ water vapour measurements
in dry environments, particularly when the water vapour has
large variations in the isotope composition. As demonstrated
in Sect. 4, we find that this systematic isotope composition–
mixing ratio dependency occurs irrespective of the vapour-
generation method and dry gas supply and exists in a similar
form in all three of the CRDS spectrometers characterised
here.
The mixing ratio dependency of HIDS2254 seems to
vary systematically with the isotope composition of the wa-
ter standards, suggesting a potential spectroscopic origin
(Sect. 7). This isotope composition–mixing ratio dependency
will not be sufficiently removed by a uniform correction
based on a single water standard. However, the dependency
can be corrected if we can establish a correction function that
takes both the mixing ratio and the isotope composition into
account. First we investigate how robust and stable the de-
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Figure 1. Mixing ratio dependency of uncalibrated measurements for (a) δ18O, (b) δD, and (c) d-excess for five standard waters (GSM1,
MIX, VATS, DI, and EVAP) on instrument HIDS2254 (Picarro L2130-i) with discrete liquid injections via an autosampler (experiment
1). Mixing ratio dependency is expressed as the deviation 1 of the measured isotope composition at each mixing ratio with respect to
the reference mixing ratio of 20 000 ppmv. The symbol and error bar represents the mean and the standard deviation of the mean for the
last three of a total of four injections at each mixing ratio. Solid lines are fits with the function f (x)= ax + bx+ c. Dashed lines are the
95 % confidence interval for the corresponding fit. Measurements and fits for d-excess are calculated with 1d-excess=1δD− 8 ·1δ18O.
The typical 1 standard deviation of a single injection at the corresponding mixing ratio is indicated with grey error bars. Two outliers (at
about 4300 and 8900 ppmv) are removed from the GSM1 measurements, and one outlier (at about 9000 ppmv) is removed from the VATS
measurements.
scribed isotope dependency is over time before proposing a
correction framework based on our characterisation results.
4 Robustness and temporal stability of the isotope
composition–mixing ratio dependency
We carefully analysed the robustness of the isotope
composition–mixing ratio dependency with respect to the
choice of the method for vapour generation, the dry gas sup-
ply, the measuring sequence, individual instruments and in-
strument type, and its stability over time using 15 experi-
ments in total (Table 1). Here we provide a summary of the
results from these different experiments, with the detailed re-
sults given in Appendix A.
The robustness test indicates that the isotope composition–
mixing ratio dependency is consistent across the two tested
vapour-generation methods, i.e. discrete liquid injections and
continuous vapour streaming (Appendix A1; Fig. A1a–c).
Characterisations with synthetic air and N2 are in agreement
for δD but deviate for δ18O (Appendix A2; Fig. A1d–f). A
particularly substantial disagreement is found for the experi-
ment using Drierite. This is likely caused by the contribution
from water vapour remaining in the matrix air after the dry-
ing unit. The measuring sequence from high to low mixing
ratios, or the reverse, shows a great similarity in the results,
indicating that the potential hysteresis effects are not sub-
stantial (Appendix A3; Fig. A1g–i). However, we do note a
different result for δ18O at the lowest mixing ratio during one
of the repeated experiments with MIX water (not shown). We
suspect that the high sensitivity of the isotope composition–
mixing ratio dependency at this range of δ18O values could
lead to pronounced deviations. While this aspect deserves
further attention, we consider it as being second order with
regards to the existence and cause of an isotope composition–
mixing ratio dependency in the investigated CRDS instru-
ments. Tests of all three analysers with discrete autosam-
pler injections and N2 as the matrix gas show a similar iso-
tope composition–mixing ratio dependency in all three anal-
ysers investigated (Appendix A4; Fig. A2). The repeated
characterisation of analysers HIDS2254 and HKDS2038 dur-
ing a time period of up to 2 years shows that the isotope
composition–mixing ratio dependency is an instrument char-
acteristic that is, at the first order, constant over time (Ap-
pendix A5, Fig. A3).
In summary, the isotope composition–mixing ratio depen-
dency is, at the first order, robust across a range of key pa-
rameters and stable over time. However, it is also apparent
that individual instruments have a different strength, and it is
the shape of the instrument characteristic that requires indi-
vidual correction. In the next sections, we apply and evaluate
a new scheme to correct for the isotope composition–mixing
ratio dependency.
5 Correction framework
We now use the characterisation result previously obtained
from instrument HIDS2254 as an example of how to derive a
correction procedure for the isotope composition–mixing ra-
tio dependency by following six sequential steps. Due to the
systematic behaviour observed in Fig. 1, we chose a simple,
traceable fitting procedure to obtain the two-dimensional cor-
rection function that can potentially be related to a physical
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cause. For the sake of simplicity, the equations in the follow-
ing paragraphs are formulated to be valid for both δ18O and
δD.
5.1 General formulation
1. We obtain the mixing ratio dependency for each wa-
ter standard as raw (uncorrected, uncalibrated) measure-
ments of the isotope compositions. The water standards
thereby cover a wide range of isotope compositions and
different mixing ratios, particularly also at low mixing
ratios.
2. We express the mixing ratio dependency for each water
standard as the deviation of the raw measurements to the
reference value at 20 000 ppmv (Eq. 3). The reference
value is obtained from a linear interpolation between the
closest measurements above and below 20 000 ppmv.
These deviations are denoted as 1δ18O, 1δD, and 1d-
excess as described in Sect. 2.1.
3. A suitable fitting function is fitted to the mixing ratio
dependency of each standard water. Here we used fitting




+ bδx+ cδ, (4)
where x is the mixing ratio, δ indicates the isotope com-
position of the standard waters, and aδ , bδ , and cδ are
fitting coefficients for each water standard and isotope
species.
4. We express the obtained fitting coefficients as a function
of the isotope composition as a(δ), b(δ), and c(δ) for
all the standard waters (Fig. 2, symbols). This reveals
a dependency of the fitting coefficients on the isotope
composition of the water standard. We now fit a suit-












where δ is the isotope composition and m, n, and k are
the respective fitting coefficients of the quadratic poly-
nomials.
5. By replacing the parameters aδ , bδ , and cδ in Eq. (4)
with their parametric expressions in Eq. (5), we obtain
the generalised fitting for the mixing ratio dependency,
which is a function of both the mixing ratio x and the




+ b(δ)x+ c(δ). (6)
6. Using Eq. (6), we can now correct the measured isotope
compositions to a reference mixing ratio at 20 000 ppmv
when given any measured raw mixing ratio and isotope
composition within the range investigated here. Thus,
the isotope composition at 20 000 ppmv (δcor) is the un-





+ b(δcor) ·h+ c(δcor), (7)
where h is the measured raw mixing ratio and δmeas is
the measured isotope composition at that mixing ratio.
The right-hand side of the equation is the isotopic devi-
ation determined from Eq. (6). The coefficients a(δcor),
b(δcor), and c(δcor) are determined from Eq. (5). Equa-
tion (7) is a quadratic function; the procedure to obtain
its analytical solution is given in Appendix C.
5.2 Correction function for analyser HIDS2254
We now exemplify the general steps given previously for
the HIDS2254 analyser. The results from step 1 and 2 for
HIDS2254 are presented in Sect. 3. Here we use a range
from −33.07 ‰ to 5.03 ‰ for δ18O and from −262.95 ‰
to 4.75 ‰ for δD, with mixing ratios between 500 and
25 000 ppmv (experiment 1 in Table 1).
The coefficients aδ , bδ , and cδ obtained in step 3 from
Eq. (4) for the five standard waters measured on instrument
HIDS2254 are given in Table 4. While the magnitude differs
between the coefficients, scaling analysis shows that each of
the terms ( a
x
, bx, and c) on the right-hand side of Eq. (4)
contributes similarly to the isotope composition–mixing ratio
dependency (not shown). The fitting results from step 4 are
shown in Fig. 1 (solid colour line). The choice of this type of
function captures the behaviour of the isotope composition–
mixing ratio dependency for both 1δ18O and 1δD of each
standard water. Thus, the fit for1d-excess is calculated from
the fit of 1δ by 1d-excessfit =1δD− 8 ·1δ18O.
The coefficients m, n, and k obtained in step 4 in Eq. (5)
are given in Table 5. The fitting results (solid line) with the
fitting uncertainty (95 % confidence interval; black dotted
line) are shown in Fig. 2. Since we only fit 5 data points,
the fitting uncertainty is large, which results in a relatively
large standard deviation for the isotope composition devia-
tions1δ. This large standard deviation for1δ can be reduced
by using a bootstrapping approach (Efron, 1979) to estimate
the fitting uncertainty in Eq. (5; Appendix B).
Following step 5, this results in a two-dimensional correc-
tion surface for each isotopologue as shown in Fig. 3 (black
contours). For illustration purposes, some contours below
4000 ppmv are omitted for both δ18O and δD. The isotope
composition–mixing ratio dependency for both δ18O and δD
increases substantially at low mixing ratios. For δ18O, the
deviation changes from positive to negative as the mixing ra-
tio decreases below ∼ 4000 ppmv. For δD, the deviation in-
creases below 10 000 ppmv and splits into both positive and
https://doi.org/10.5194/amt-13-3167-2020 Atmos. Meas. Tech., 13, 3167–3190, 2020
3176 Y. Weng et al.: Isotope composition and mixing ratio dependency
Figure 2. Dependency of fitting coefficients a, b, and c on δ18O (a–c) and on δD (d–f). The coefficients a, b, and c are from the fits for
the five standard waters in Fig. 1. The solid line is the quadratic fit, with fj (y)=mj (y− nj )2+ kj . The black dotted line shows the 95 %
confidence interval. The blue dotted line shows the standard deviation estimated from a bootstrapping method.
Table 4. Fitting coefficients for the mixing ratio dependency behaviour of the five standard waters measured with HIDS2254. Coefficients
a, b, and c are calculated with respect to the fitting function fδ(x)=
aδ
x + bδ · x+ cδ . The reported uncertainty is 1 standard deviation. The
fitting lines are shown in Fig. 1.
Standard a b c
δ18O GSM1 −275± 17 −2.60× 10−5± 7× 10−7 0.54± 0.01
MIX −489± 10 −2.47× 10−5± 5× 10−7 0.51± 0.01
VATS −996± 15 −2.59× 10−5± 5× 10−7 0.53± 0.01
DI −1200± 7 −2.71× 10−5± 4× 10−7 0.59± 0.01
EVAP −2470± 20 −3.39× 10−5± 8× 10−7 0.78± 0.01
δD GSM1 9510± 170 −2.96× 10−5± 6.2× 10−6 0.12± 0.10
MIX 3660± 90 −1.47× 10−5± 4.4× 10−6 0.07± 0.07
VATS −2780± 70 −6.70× 10−7± 1.88× 10−6 0.17± 0.03
DI −4220± 80 6.93× 10−5± 3.7× 10−6 −1.15± 0.06
EVAP −10600± 200 7.23× 10−5± 6.6× 10−6 −0.79± 0.11
negative contributions – depending on the isotope composi-
tion. The uncertainty (1 standard deviation) for the deviation
1δ is typically 1 order of magnitude smaller than the1δ val-
ues at the corresponding position.
The surface function exhibits the same features as those
determined by the experimental results, underlining that the
fitting procedure reflects the main characteristics of the iso-
tope composition–mixing ratio dependency from the exper-
imental data. At 20 000 ppmv, the correction function is not
exactly 0, as the fit that is based on all the measurements
is not constrained to the point [20 000, 0] ppmv. This defi-
ciency could be addressed by a modified fitting procedure.
Below 500 ppmv, the correction function has larger uncer-
tainties due to the lack of measurements at this mixing ratio
range. Note that the fitting functions used in Eqs. (4) and
(5) are purely phenomenological and do not result from a
particular physical model. Still, we recommend the proposed
parameterisation to characterise individual instruments.
6 Impact of the isotope composition–mixing ratio
dependency correction
We now investigate the impact of the isotope composition–
mixing ratio dependency correction in situ measurements of
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Table 5. Fitting coefficients for the isotope composition dependency of the mixing ratio dependency coefficients a,b, and c in Table 4.
Coefficients m,n, and k are with respect to the fitting function fj (δ)=mj (δ− nj )2+ kj . The reported uncertainty is 1 standard deviation.
The fitting lines are shown in Fig. 2.
Coefficient m n k
δ18O a −1.38± 1.26 −36.5± 21.5 −253± 583
b −1.38× 10−8± 4.4× 10−9 −22± 4 −2.50× 10−5± 8× 10−7
c 4.05× 10−4± 3.2× 10−5 −22.4± 0.8 0.51± 0.01
δD a −0.01± 0.25 −3220± 69300 1.04× 105± 2.35× 106
b 1.13× 10−9± 2.12× 10−9 −310± 342 −3.07× 10−5± 5.73× 10−5
c −1.23× 10−5± 5.33× 10−5 −303± 759 0.19± 1.32
Figure 3. Surface function of the isotopic deviations for (a) δ18O and (b) δD based on the isotope composition–mixing ratio dependency of
instrument HIDS2254 (Picarro L2130-i). The x axis is the raw mixing ratio, and the y axis shows the raw isotope composition at 20 000 ppmv.
Contours with numbers indicate the isotopic deviation of 1δ. Symbols show the isotope measurements over the Iceland Sea: measurements
averaged to 1 min from an aircraft in the lower troposphere (red crosses) and measurements at a 10 min resolution from a research vessel
(blue dots). The measurements from the aircraft were done with instrument HIDS2254 (Picarro L2130-i), and measurements on the research
vessel were done with instrument HKDS2038 (Picarro L2140-i).
the isotope composition of water vapour with two CRDS
analysers installed on board a research aircraft (HIDS2254)
and a research vessel (HKDS2038; see Sect. 2.5).
6.1 Impact on the aircraft measurements
Low water vapour mixing ratios and a relatively wide range
of (depleted) isotope compositions make water vapour iso-
tope measurements from a research aircraft particularly
suitable for demonstrating the impact of the new isotope
composition–mixing ratio dependency correction. Figure 4
shows a vertical profile of 1 min averaged water vapour
isotope measurements above the Iceland Sea (Sect. 2.5).
During the descent of the aircraft from 2900 m a.s.l. to
the minimum safe altitude, the water vapour mixing ra-
tio gradually increases from about 800 ppmv at the top to
2300 ppmv near the surface (Fig. 4d). The stable isotope
profiles (Fig. 4a–c) show three main characteristics. Above
about 2000 m a.s.l., δ18O and δD are depleted (∼−42 ‰ and
−320 ‰) with d-excess between 10 ‰ and 20 ‰. Between
2000 and 1400 m a.s.l., there is a transition where δ18O and
δD increase to around−30 ‰ and−240 ‰, respectively, and
d-excess decreases to ∼−5 ‰. Below 1400 m a.s.l., δ18O,
δD, and d-excess gradually increase until reaching about
−22 ‰, −170 ‰, and 8 ‰, respectively, near the surface.
The uncertainty (1 standard deviation) of the profile is ob-
tained using the uncertainty propagation law, including the
uncertainty (1 standard deviation) of the 1 min averaged data
set (here the dominating source of uncertainty) and the un-
certainty of the correction scheme.
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Figure 4. Vertical profiles of (a) δ18O, (b) δD, (c) d-excess, and (d) mixing ratio measured by instrument HIDS2254 on an aircraft above
the Iceland Sea on 4 March 2018. Shown are 1 min averaged profiles of the uncorrected data set (black line with dot) and four data sets using
different isotope composition–mixing ratio dependency correction schemes as follows: the mixing ratio dependency of standard DI (orange
curve with cross); standard GSM1 (blue curve with square); the isotope composition–mixing ratio dependency surface function (red curve
with circle); and two mixing-ratio-dependency-corrected standards (green curve with triangle). All of the data sets are calibrated according to
the VSMOW2–SLAP2 scale. Shading shows the total uncertainty (1 standard deviation) for the corresponding profiles. Note that the profile
of δD has been adjusted 30 s forward to account for the longer response time of molecular HD16O. The large uncertainty between 1400 and
2000 m for d-excess is partly due to the rapid evolution of the δ18O and δD profiles, and it is partly due to the dephasing between the δ18O
and δD profiles caused by different response times.
First we investigate the impact of the new correction
scheme introduced here. This correction, abbreviated as iso-
hum-corr, modifies the uncorrected data set in the region
above 2000 m a.s.l. by about −0.4 ‰ and −13.3 ‰ for δ18O
and δD, respectively, resulting in a change of about−10.4 ‰
for d-excess (Fig. 4; red circles vs. black dots). The impact of
applying the new correction scheme to the aircraft measure-
ments can be understood by examining where the data sets
align in the correction surface function (Fig. 3; red crosses).
For both δ18O and δD, the aircraft data set is characterised by
a low mixing ratio and depleted isotope compositions, and it
is clustered in the bottom-left corner of the surface function.
This is the most sensitive area of the correction, thus causing
the largest deviations in the surface function.
To assess the benefit of the new isotope composition–
mixing ratio dependency correction, we take this new cor-
rection scheme as the reference scheme and compare its im-
pact to three other correction schemes. The first scheme only
corrects for the mixing ratio dependency based on standard
DI (hum-corr-DI, Fig. 4; orange crosses). The second cor-
rection follows the same procedure but is based on standard
GSM1 (hum-corr-GSM1, Fig. 4; blue squares), and the third
correction follows an approach proposed by Bonne et al.
(2014) for in situ vapour measurements in southern Green-
land. Instead of correcting the mixing ratio dependency for
the vapour measurements, the Bonne et al. (2014) approach
corrects the mixing ratio dependency for the calibration stan-
dards. Thus, by assuming that the mixing ratio dependen-
cies of the two employed standards remain stable during the
measurement period, the measured isotope compositions of
these two standards are corrected by using the mixing ra-
tio dependency function to the ambient air mixing ratio of
each single vapour measurement. Then, the linear regression
computed from these two corrected standard measurements
against their certified values is applied to calibrate the vapour
measurement to the VSMOW2–SLAP2 scale. This scheme
is hereafter referred to as 2-std-hum-corr (Fig. 4; green trian-
gles).
The different correction schemes modify the uncorrected
data set differently. The δ18O profile is only marginally af-
fected by the correction below 1400 m a.s.l. (Fig. 4a). For the
measurements above 1400 m a.s.l., differences become more
pronounced but are masked by the large uncertainty as the
aircraft was descending through a strong mixing-ratio gradi-
ent. All corrections show clear deviations at elevations above
2000 m a.s.l., and we focus our comparison on this region.
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The hum-corr-DI stands out, with a positive correction of
about 0.8 ‰, while the other three schemes induce a neg-
ative correction of between −0.3 ‰ and −0.7 ‰. The δD
profile exhibits a similar pattern but with more apparent dif-
ferences between the correction schemes (Fig. 4b). This re-
sults in an even more pronounced correction in the d-excess
profile (Fig. 4c).
The impact of applying the correction scheme using sin-
gle standard water (thus accounting for only mixing ratio
dependency) relies on the choice of the used standard wa-
ter. Using the hum-corr-DI correction introduces the largest
deviation (1.1 ‰, 18.3 ‰, and 9.5 ‰ for δ18O, δD, and d-
excess respectively), while using the hum-corr-GSM1 cor-
rection produces results much closer to that of the reference
scheme (with an offset of 0.1 ‰ and 4.2 ‰ for δ18O and δD,
respectively, and 3.4 ‰ for d-excess). For this specific air-
craft measurement (where the surface condition is already
quite dry during the cold air outbreak event) the isotope com-
position of standard GSM1 happens to closely resemble the
average isotope composition of the measurement. However,
in the case of a previously unknown range of isotope compo-
sitions or strongly varying conditions, a comprehensive char-
acterisation of mixing ratio dependency with multiple stan-
dard waters can provide advantages and should be preferred.
Unknown ranges are particularly likely for atmospheric mea-
surements of vertical profiles in humid regions (e.g. the trop-
ics and subtropics) or over a wide area from moving plat-
forms.
Finally, applying the alternative calibration approach (2-
std-hum-corr) used in Bonne et al. (2014) results in only
slightly more depleted isotope values than the reference, with
an offset of about −0.3 ‰ and −0.5 ‰ for δ18O and δD, re-
spectively, resulting in a change of 1.7 ‰ for d-excess. The
small discrepancy between the 2-std-hum-corr and iso-hum-
corr is mainly due to three factors. First, depending on the
number of the used standard waters, the interpolation scheme
for the isotopic deviations in between those of the used stan-
dard waters can be different. The 2-std-hum-corr makes use
of the mixing ratio dependency functions of only two stan-
dard waters. In this way, the deviations can only be linearly
interpolated between the two standard waters. In contrast, the
reference scheme is able to account for non-linearities dur-
ing interpolation by measuring five standard waters. Second,
2-std-hum-corr corrects the two standard waters to the mix-
ing ratio of the measurement while the reference scheme cor-
rects the measurement to the mixing ratio of the two standard
waters (i.e. the reference mixing ratio). Based on the mix-
ing ratio dependency feature of the two standard waters, the
choice of correcting the two standard waters will result in a
higher slope for the VSMOW2–SLAP2 calibration line. Con-
sequently, the measurements after calibration are stretched to
two ends, i.e. the measurements with the isotope composition
close to that of standard DI become more enriched and those
close to that of standard GSM1 become more depleted. Fi-
nally, the mixing ratio dependency functions for GSM1 and
DI in 2-std-hum-corr (using the individual fit for GSM1 or
DI respectively) are not exactly identical to those used in
the reference scheme (from the surface function determined
by the measurements of five standard waters). Despite the
small discrepancy, the consistent results of 2-std-hum-corr
with that of the reference scheme indicate that a correction
scheme using the mixing ratio dependency functions of only
two standard waters covering the measured isotope composi-
tion range can work sufficiently well in certain situations.
6.2 Impact on the ship-based measurements
Applying the four different correction schemes to the ship-
based measurement data has a much weaker impact on the
corrected series of vapour measurements (not shown). After
applying our isotope composition–mixing ratio dependency
correction scheme, the uncorrected data set changes to the
order of 0.06 ‰ and 0.15 ‰ for δ18O and δD, respectively,
leading to a change to the order of−0.5 ‰ for d-excess. This
is mainly because these ship measurements were carried out
at the ocean surface, with relatively high mixing ratios (from
2500 to 8000 ppmv) and less-depleted isotope compositions
(−23 ‰ to−12 ‰ for δ18O and−160 ‰ to−100 ‰ for δD)
compared to the aircraft measurements. As shown in Fig. 3,
the ship data (blue dots) are coincidentally located in an area
with low sensitivity at the correction surface. A linear inter-
polation between two standards may not capture such a sad-
dle point correctly. This indicates that measurements are not
sensitive to the correction of the isotope composition–mixing
ratio dependency under all conditions. Ultimately, however,
the certainty about a reliable correction will only be achieved
with a complete characterisation of the isotope composition
and mixing ratios covered by the measurements.
7 Discussion
Our careful characterisation experiments show that the iso-
tope composition–mixing ratio dependency affects measure-
ments at low mixing ratios for all three investigated stable
water isotope CRDS analysers. Here we discuss possible
causes of the isotope composition–mixing ratio dependency.
In particular, we explore to what extent this dependency is an
artefact from mixing with water remaining within the anal-
yser or whether it is an instrument behaviour resulting from
spectroscopic effects.
7.1 Artefact from mixing
If we assume the dependency is as a result of mixing with
remnant water, then there would mainly be two candidates
for the background moisture source: (1) the remaining wa-
ter vapour in the dry gas supply and (2) the remaining wa-
ter vapour from previous measurements in the analyser. By
changing the dry gas supply from the ambient air dried
through Drierite to synthetic air or N2 from cylinder, which
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typically provides a dry gas with a mixing ratio below
10 ppmv, we can exclude the possible influence of the back-
ground moisture in the dry gas supply. In order to quan-
tify the amount and the isotope compositions of the remain-
ing water vapour from previous measurements, we have ap-
plied several successive, so-called empty injections via the
autosampler. Thus, no liquid is injected and only dry gas is
flushed into the vaporiser. Results from these empty injec-
tions show that the remaining water vapour in the system
typically has a mixing ratio of about 60–80 ppmv, with its
isotope composition closely following those of the previous
injections. If the mixing ratio dependency was a result of the
mixing between the injected water and the remaining water
vapour from previous measurement, then we would expect a
mixing of two water vapour masses of the same isotope com-
positions at different mixing ratios when injecting the same
standard water during a characterisation run. As a conse-
quence, we would expect the mixed vapour to have the same
isotope composition, which is not the case. Finally, the shape
of the isotope composition–mixing ratio dependency with a
maximum between 2000 and 6000 ppmv (Fig. 1a) is not con-
sistent with the expectation of a memory effect that would
monotonously increase with the decreasing mixing ratio. The
slight hysteresis observed during the upward/downward cal-
ibration runs indicates that there may be contributions from
remnant water on walls or filter surfaces in the analyser, for
example, that only exchange once a sufficiently humid air
mass is introduced into the analyser. Such contributions do,
however, appear to be of second order when compared to the
substantial changes of the mixing ratio dependency with the
isotope composition.
7.2 Spectroscopic effect
Now we explore the second hypothesis, namely that the iso-
tope composition–mixing ratio dependency is an instrument
behaviour resulting from spectroscopic effects. The manu-
facturer recommends a procedure for water vapour depen-
dency calibration using their SDM, or similar, device (Pi-
carro Inc., 2017), which is similar to what we have em-
ployed. While the first-order effect can be removed from
a linear fit, there are second-order, non-linear components
that become more apparent the more the water concentration
changes from the recommended range of operation (5000–
25 000 ppmv). In the following paragraphs, we discuss the
potential reasons for the origin of the water vapour and
isotope dependency from a spectroscopic standpoint that is
based on the published literature (Steig et al., 2014; Rella
et al., 2015; Johnson and Rella, 2017).
The two modules of the CRDS analyser used in our ex-
periments (i.e. Picarro L2140-i and L2140-i) target three ab-
sorption lines of water vapour in the region 7199–7200 cm−1,
namely near 7199.960, 7200.135, and 7200.305 cm−1 for
H182 O, H
16
2 O, and HD
16O respectively (Fig. 5). These ab-
sorption lines broaden or narrow, depending on the partial
pressure of the gas mixture in the cavity, and can be affected
by changes in their baseline due to other strong absorption
lines nearby. A fitting algorithm then fits the measured ab-
sorption spectrum to an expected model spectrum and adjusts
the model parameters in order to minimise the residual error.
Broadening/narrowing of lines due to changing gas mixture
and baseline shifts are particular challenges to the fitting al-
gorithm (Johnson and Rella, 2017) because this causes resid-
uals that induce instrument error during the fitting procedure.
The L2130-i and earlier spectrometers use the absorp-
tion peak as a free parameter in the fitting algorithm. The
peak shape and, thus, the peak amplitude can suffer from the
above-mentioned broadening/narrowing effect, which intro-
duces potential error under conditions of varying concentra-
tion or matrix gases. The fitting algorithms of the L2140-
i spectrometers, in contrast, have a higher number of ring
downs due to a different strategy for obtaining laser reso-
nance and use a different laser stabilisation scheme. This al-
lows us to fit the integrated absorption, rather than the peak
amplitude, of each absorption line. Since the integrated ab-
sorption is a constant independent of pressure, the fitting is
expected to be more accurate, with a low sensitivity to broad-
ening/narrowing effects arising from changes of water con-
centrations and background gas compositions (Steig et al.,
2014). One part of the retrieval algorithm is the removal of
the baseline from the H162 O spectrum. To this end, changes in
the baseline from nearby strong absorption lines as a result of
concentration changes or cross-interference from other gas
species is a possible source of error for either fitting algo-
rithm. Other possible sources of error can be absorption loss
non-linearities due to small imperfections in the instrument,
such as the non-zero shut-off time of the laser and the re-
sponse time of the ring-down detector (Rella et al., 2015).
Unless fitting algorithms take the actual line shapes into con-
sideration directly, some residual effects are likely to persist.
The retrieval of H2O concentration and the stable isotope
compositions of δH182 O and δHD
16O (identical to δ18O and
δD) are implemented in a manner that is similar to the pro-
cedure described for CH4 and δ13CH4 (Rella et al., 2015).
Considering a linear dependency of absorption to concentra-
tion (which is not always true), where the mole fraction of
H182 O (c18) is related to the absorption peak height α18 with
a proportionality constant k18 and an error offset ε18, we have
the following equation:
c18 = k18α18+ ε18. (8)
Note that the expressions above should apply to both the
L2130-i and L2140-i spectrometers, with the only difference
being that the absorption peak height is replaced by the inte-
grated absorption (Steig et al., 2014).
Based on the molecular definition of a δ value with re-
spect to the VSMOW2, an isotope ratio of the sample 18R =
[H182 O]
[H162 O]
, and of VSMOW2 18RVSMOW2 = (2005.20± 0.45)×
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Figure 5. Absorption spectrum of H182 O, H
16
2 O, and HD
16O in the frequency range targeted by the laser of Picarro models L2130-i and
L2140-i. Simulations with two water concentrations, i.e. 25 000 (black line) and 5000 ppmv (orange line), were performed by using http:
//spectraplot.com (last access: 19 February 2020) with the HITRAN–HITEMP database (Goldenstein et al., 2017). Simulation parameters
are set according to the cavity conditions of the Picarro analyser as follows: T = 80 ◦C, P = 50 Torr, and L= 1 cm. Panel (a) is an enlarged
version of the shaded area in panel (b).
10−6 (Baertschi, 1976), we have the following equation:















For an ideal spectrometer, the calibration coefficients are
constants (i.e. k18 = κ18 and k16 = κ16), and the calibration
offsets are 0 (i.e. ε18 = ε16 = 0). These assumptions lead to







The actual spectrometer is not ideal, but in most situations
it has a highly linear and stable performance (Rella et al.,
2015). Nevertheless, it can be calibrated based on the lin-
ear dependency of δH182 O to
α18
α16
by using a linear expression





where the calibration constants A and B can be determined




a reference instrument in the factory. These determined cali-
bration constants deviate slightly from the expected values in
Eq. (11). They are then transferred from the reference instru-
ment to each new instrument of the same type (Rella et al.,
2015).
If Eq. (12) is used for calibration of the water analysers
(not reported in the published literature), then there are two
potential sources of error. First, the dependencies on the iso-
tope ratio may not be entirely linear (even when assuming
a linear relationship the coefficient is not necessarily a con-
stant and the offset is not necessarily 0) and remain as resid-
uals. Second, the change of this relationship with the differ-
ing mixing ratio may remain unexplored. Furthermore, man-
ufacturing tolerances will induce deviations from the refer-
ence instrument on which such an initial calibration has been
carried out, and instruments therefore have to be calibrated
individually to obtain suitable post-processing methods. The
initial instrument calibration procedure may therefore be one
potential origin for the isotope composition–mixing ratio de-
pendency identified here.
Deviations from an ideal spectrometer stem from the po-
tential spectrometer errors due to small imperfections of the
instrument. One possible error is the absorption-loss offset
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that could occur when the baseline loss is not reproduced
well by the fitting algorithm. This absorption offset then
leads to a mole-fraction offset, namely ε18 in Eq. (8). The
measured δH182 O, including the effect of absorption offset,
can be formulated explicitly by following Rella et al. (2015)












where α0 is the net absorption loss parameter that should,
to the first order, be independent of water concentration and
isotope ratio. Comparing this to Eq. (11) for an ideal spec-
trometer, the additional term of α0
α16
in Eq. (13) creates an
inverse relationship with the water concentration and should
be responsible for deviations from the ideal spectrometer that
are mostly evident at low mixing ratios.
Another possible spectrometer error is the so-called ab-
sorption loss non-linearity, which describes effects due to a
shorter or longer ring-down time than expected in the op-
timal range of operations. These effects can be included as
additional terms, again by following Rella et al. (2015) – and
their Appendix S1.2 – with a non-linear dependency of α18























The calibration coefficients are thus assumed constant. The
non-linearities from spectral crosstalk between H162 O and
H182 O or imperfections in the baseline removal of the H
16
2 O
absorption spectrum are present in several terms; such ef-
fects require the calibration of each individual instrument to
be accounted for. When written in this explicit form, it ap-
pears consistent with expectations that a systematic isotope
composition–mixing ratio dependency may be detected from









The difference between Eq. (15) and Eq. (12) represents the
deviation from an ideal spectrometer due to non-linearities
from imperfections in the baseline removal and spectral
crosstalk between H182 O and H
16






The dependency on water concentration (c16) in Eq. (16)
appears consistent with the mixing ratio dependency func-
tion (Eq. 7) identified in our systematic investigation of three
analysers, supporting the hypothesis of a spectrometric ori-
gin for the isotope composition–mixing ratio dependency.
A similar form of mixing ratio correction is applied to the
17O measurements using the L2140-i analyser in the study of
Steig et al. (2014), and their Eq. 22, in which the integrated
absorption area, instead of the peak amplitude, is used to cal-
culate the absorption loss, and the crosstalk between H182 O
and H162 O is modelled with a bilinear relationship. Steig et al.
(2014) note that the introduction of an integrated absorption
detection leads to a substantially improved behaviour for the
mixing ratio dependency over the peak amplitude detection
for δ18O but not for δD, with the reason remaining unclear.
It is also worth noting that their instrument has not been
evaluated for the low mixing ratio range, which is the fo-
cus of this paper. It may be possible that part of the identified
isotope composition dependency of the mixing ratio depen-
dency stems from the, thus far, lacking systematic analysis of
the low mixing ratio range of the analyser for this effect.
One aspect that is not addressed here, but may be valuable
for further consideration in the future, is the availability of
analysers with higher flow rates of above 300 sccm, for ex-
ample, for use in research aircraft (Sodemann et al., 2017).
Given recent indications that the flow rate affects the iso-
tope composition–mixing ratio dependency (Thurnherr et al.,
2020), forthcoming studies should explore the flow rate as
an additional parameter. This requires the availability of suit-
able methods to generate standard vapour at these higher flow
rates.
8 Final remarks and recommendations
We have systematically investigated the mixing ratio depen-
dency of water vapour isotope measurements for three com-
mercially available, infrared cavity ring-down spectrometers.
We found that the mixing ratio dependency varies with the
isotope composition of the measured vapour. We define this
behaviour as the isotope composition–mixing ratio depen-
dency. The dependency is robustly identified across three
similar analysers, regarding several first-order parameters,
and is found to be stable over time. Using the characterisation
results of five standard waters from a Picarro L2130-i anal-
yser as an example, we propose a correction scheme for this
isotope composition–mixing ratio dependency. Using such
a correction scheme, we can correct the isotopic measure-
ments for any measured mixing ratio and isotope composi-
tion within the range investigated here.
To demonstrate the impact of the mixing ratio depen-
dency correction, we have compared the proposed correction
scheme with other published correction schemes, using in
situ measurements from dry environments. The impact on the
measurements is found to be most substantial at the low mix-
ing ratios. Applying a correction scheme only accounting for
the mixing ratio dependency relies on the choice of the stan-
dard water used. For an aircraft data set, using the mixing ra-
tio dependency function based on the standard DI produces a
large deviation from our proposed scheme; using the mixing
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ratio dependency based on standard GSM1 produces results
similar to our proposed scheme, since it is closer to the aver-
age isotope composition of the aircraft data set. Finally, we
have investigated the impact of applying a correction scheme
used by Bonne et al. (2014). This approach produces results
in good agreement with that of our approach. The small dis-
crepancy is due to the interpolation scheme (linear or non-
linear) of the isotopic deviation, the choice of correcting mix-
ing ratio dependency of the standards or that of the vapour
measurement, and the small discrepancy in the mixing ratio
dependency functions of the two standards. The consistent
results indicate that a correction scheme using the mixing ra-
tio dependency functions of only two standards covering the
isotope composition could be sufficient if the correction sur-
face can be sufficiently approximated by linear interpolation.
Using ship measurements made at higher mixing ratio condi-
tions, we find a weaker impact from the different correction
schemes.
Given the non-monotonous characteristics of the isotope
composition–mixing ratio dependency, we consider memory
effects (i.e. mixing with water vapour from previous injec-
tions in the analyser) unlikely to be the dominating factor.
This renders a spectroscopic origin as the most likely cause,
possibly resulting from the imperfections of the fitting algo-
rithm at low water concentrations or non-linearities in the
fitting procedures (Rella et al., 2015).
The correction for the isotope composition–mixing ra-
tio dependency is most relevant for in situ vapour isotope
measurements where the ambient mixing ratio is low (be-
low 4000 ppmv) and the isotope composition of the mea-
sured vapour spans a large range. At higher mixing ratios,
the investigated CRDS analysers show a negligible depen-
dency on either the mixing ratio or the isotope composi-
tion. If the isotope composition of ambient vapour varies in
a small range during the sampling period, a simpler correc-
tion scheme could be employed by using the mixing ratio
dependency of two, or even one, suitable standard water with
a similar isotope composition to that of ambient vapour.
Based on our previous conclusions, we recommend iden-
tifying the isotope composition–mixing ratio dependency for
all Picarro CRDS analysers used for in situ water vapour iso-
tope measurements, particularly when low mixing ratio con-
ditions are encountered.
If the measurements of multiple standard waters are not
available, the approach used in Bonne et al. (2014) could
be applied as an alternative correction approach. Their ap-
proach can produce similar results to that of the approach
proposed here but requires the characterisation of the mixing
ratio dependency of two carefully selected calibration stan-
dards in a linear range of the correction surface. If the iso-
tope composition of the ambient vapour only varies within a
small range during the sampling period, such as during mea-
surements close to the ocean surface, it may be sufficient to
correct for the mixing ratio dependency by using one stan-
dard water that has a similar isotope composition to that of
the ambient vapour.
Our study is presently limited by the range of the standard
waters used here (about −33 ‰-5 ‰ and −263 ‰-5 ‰ for
δ18O and δD respectively). Depending on the measurement
environment, more depleted or enriched standards would be
needed to derive a correction function over the entire mea-
surement range of samples potentially encountered during
atmospheric measurements. With all standards being close
to the global meteoric water line (GMWL), one aspect that
will likely be missed here is the potential cross-interference
between δ18O and δD (Chris Rella, personal communica-
tion, 2020). Identifying such cross-interference can be rel-
evant for applications where vapour samples deviate sub-
stantially from the GMWL, such as from geothermal vapour
sources. One potential approach for identifying such cross-
interferences could be to repeat the present analysis with
spiked water standards that deviate substantially from the
GMWL.
Another limitation of the characterisations performed here
is the substantial time demand. The characterisation method
with liquid injections provides relatively high-precision per-
formance but requires an autosampler and takes about 1–
2 weeks for four standard waters. The characterisation
method with the SDM can be automated more easily but re-
quires manual intervention to apply more than two standards.
A device that could provide any desired isotope composition
and a given mixing ratio would be needed to fully automate
the isotope composition–mixing ratio dependency of the in-
struments tested here.
A reproducible and accepted characterisation method is of
utmost importance for comparing measurements across dis-
parate locations and in bottom-up networks, particularly in
the polar regions, and appears as a prerequisite for detect-
ing representative signals in the stable isotope record on a
regional scale. In particular, studies employing the d-excess
as an indicator of moisture origin or other tracer applications
are therefore likely to profit from a detailed characterisation
of their analysers according to our characterisation procedure
either before, during, or after field deployments.
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Appendix A: Robustness and temporal stability
Here we detail the experiments conducted to assess the ro-
bustness of the isotope composition–mixing ratio depen-
dency with regards to the vapour-generation method, the dry
gas supply, the measurement sequence, the individual anal-
yser and analyser type, and the temporal stability.
A1 Vapour-generation method
To investigate whether the isotope composition–mixing ratio
dependency is influenced by the choice of vapour-generation
method, we compare the characterisation result from discrete
liquid injections and the SDM for instrument HIDS2254 (ex-
periments 2 and 6; Fig. A1a–c). The same standard wa-
ters (GSM1 and DI) and dry gas supply (synthetic air) are
used in the two experiments. The measurement, using the
SDM, usually has a higher uncertainty since the continu-
ous vapour streaming does not provide entirely constant mix-
ing conditions, and the vapour stream can become unstable
due to clogging and bubbles in the capillary. Overall, the re-
sults from the two vapour-generation methods exhibit con-
sistent dependency behaviours. However, the discrepancy ex-
ists. For 1δ18O, there is an offset of 0.2 ‰-0.5 ‰ for DI be-
tween 1000 and 6000 ppmv. Inconsistency appears in GSM1
measurements below 2000 ppmv (Fig. A1a). For 1δD, the
mixing ratio dependencies determined by the SDM method
exhibit a slightly weaker dependency for both standard wa-
ters (Fig. A1b).
It is interesting to note that the result of the discrete liquid
injections in February 2017 (experiment 1; Fig. 1) depicts a
better agreement with that of the SDM in experiment 6 (com-
parison figure not shown). This indicates that the discrepancy
in the results of the two vapour-generation methods could be
due to the small instrument drift and the high measurement
uncertainty at lower mixing ratios.
The experiments using N2 as dry gas supply (experi-
ments 3 and 8) also give a similar isotope composition–
mixing ratio dependency between the two vapour-generation
methods (not shown), confirming that the isotope
composition–mixing ratio dependency does not depend
substantially on either of the two tested methods.
A2 Influence of dry gas supply
Next, we investigate whether the type of dry gas supply has
an influence on the characterisation results. To this end, we
test the characterisation method via the SDM on instrument
HIDS2254 with a supply of synthetic air, a supply of N2,
and a supply of dried ambient air through Drierite (exper-
iments 6–8). The synthetic air and N2 are tested with two
standard waters (GSM1 and DI), and the Drierite is tested
with one standard water (GSM1).
For the mixing ratio dependency on δ18O, the measure-
ment with Drierite disagrees strongly with those of synthetic
air and N2 (Fig. A1e). As the mixing ratio decreases below
about 7000 ppmv, the measured GSM1 with Drierite exhibits
a fast-increasing positive deviation while that of synthetic air
or N2 exhibits a rather flat dependency. The measurements
with synthetic air and N2 largely show a similar shape. A
small discrepancy exists below 15 000 ppmv, where the two
standard waters measured with N2 exhibit a small negative
offset (∼ 0.5 ‰). The mixing ratio dependencies on δD from
all three types of the dry gas supply are in good agreement,
despite a small (< 1.5 ‰) offset between the measurement
with synthetic air and that of N2 (Fig. A1e). The calculated
d-excess follows the shape of δ18O, with different behaviours
between the measurements with Drierite and those with syn-
thetic air and N2 below about 7000 ppmv (Fig. A1f). The
d-excess of the experiment with N2 exhibits a small pos-
itive offset (∼ 0.5 ‰) compared to the measurement with
synthetic air. Overall, characterisation results with synthetic
air and N2 exhibit a mixing ratio dependency in good agree-
ment with the two investigated standard waters (GSM1 and
DI). However, the characterisation result (for GSM1) with
the Drierite differs significantly in δ18O and, thus, d-excess.
The characterisation method of liquid injections via an au-
tosampler is also tested with synthetic air and N2. Again,
the results exhibit a similar isotope composition–mixing ra-
tio dependency from the two types of dry gas supply despite
a small discrepancy for δ18O of GSM1 below 2000 ppmv and
a relatively larger offset (0.5 ‰–1.3 ‰) for δ18O of DI below
10 000 ppmv (not shown). A test of synthetic air from a gas
cylinder and dried ambient air from Drierite in the study of
Aemisegger et al. (2012) also shows that the mixing ratio de-
pendency is different for δ18O while being more similar for
δD. The observed discrepancy in the δ18O deviation is possi-
bly due to changes in the baseline of the spectrum around
the 1H182 O and
1H162 O absorption peak, which is caused
by slight differences in trace gas composition (Aemisegger
et al., 2012; Rella et al., 2015).
A3 Influence from the measuring sequence
Finally, we investigate whether a measuring sequence with
ascending or descending mixing ratio sequences influence
the mixing ratio dependency characterisation. The mixing
ratio dependencies of GSM1, MIX, and DI tap water that
are characterised by ascending and descending mixing ra-
tio sequences are shown in Fig. A1g–i. For both 1δ18O and
1δD (Fig. A1g and h), the results from the two measuring
sequences are in good agreement for all three waters, indi-
cating that the influence of the measuring sequence is mi-
nor. However, there is a slightly detectable weaker mixing
ratio dependency for the descending mixing ratio sequence
(e.g. 1δD for GSM1 and DI). One possible explanation for
the slightly weaker dependency in the descending sequence
is the memory effect from previous injections, e.g. some re-
maining water molecules would stick to the inner wall of the
system (even after flushing the system with 12 injections at
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Figure A1. (a–c) Comparison of the isotope composition–mixing ratio dependency of uncalibrated measurements with two different char-
acterisation methods for (a) δ18O, (b) δD, and (c) d-excess. The measurements are carried out on instrument HIDS2254 (Picarro L2130-i),
either with discrete injections using an autosampler (black symbols; experiment 2) or with continuous vapour streaming by using the SDM
(red symbols; experiment 6) and using synthetic air as the carrier gas for both. The symbol and error bar represents the mean and standard
deviation of the mean for the last three of a total of four injections for the measurement via the autosampler, and the mean and standard
deviation of the last 2–5 min of a 20–30 min long sequence for the measurement via SDM. The solid line represents the fit using the same
function as in Fig. 1. Panels (d–f) are the same as (a–c) but compare different carrier gases. The measurements are carried out on instrument
HIDS2254 (Picarro L2130-i), with continuous vapour streaming via SDM (experiments 6–8). Two standard waters (GSM1 and DI) are tested
with synthetic air (black symbol) and N2 (orange symbol). The standard water GSM1 is also tested with ambient air that is dried through
Drierite (blue symbol). Panels (g–i) display the mixing ratio dependency of GSM1 (dark blue symbol), MIX (green symbol), and TAP
water (orange symbol) with ascending (closed symbol) and descending (open symbol) mixing ratio sequences. Solid curves represent the
fits for ascending mixing ratio sequences, and dashed curves represent the fits for descending mixing ratio sequences. All the measurements
are uncalibrated and carried out with discrete injections using an autosampler with N2 as the carrier gas. The measurements for TAP and
MIX are carried out on instrument HKDS2038 (Picarro L2140-i; experiments 9 and 11). The measurements for GSM1 are carried out on
instrument HKDS2039 (Picarro L2140-i), and one outlier at around 500 ppmv has been excluded (experiment 15).
20 000 ppmv) and still play a role during the characterisation
measurements. If this is the case, the measurements from the
descending mixing ratio sequence (starting with injections of
higher mixing ratios at the beginning) would help to replace
the remaining molecules through a molecular exchange and
are therefore more likely to represent the true dependency be-
haviour. Nonetheless, the good agreement between the two
measuring sequences indicates that the potential hysteresis
effects, if any, are not substantial. The resulting mixing ratio
dependencies for 1d-excess (Fig. A1i) exhibit an increas-
ing positive deviation towards the low mixing ratios overall,
except for one mixing ratio step of MIX and two mixing ra-
tio steps of GSM1. This underlines the high sensitivity of
d-excess measurements due to the increasing uncertainty of
δ18O and δD values at very low mixing ratios.
It is worth noting that we have repeated three experiments
for MIX (only results from one of the experiments are shown
here). For one of the three experiments (not shown), the mea-
surements for MIX below 2000 ppmv exhibit an interesting
contrast in 1δ18O. The measurement at the lowest mixing
ratio (around 500 ppmv) has constrained the mixing ratio de-
pendency into slightly opposite directions. The contrast is not
well understood. It is possible that this contrast stems from
the fitting uncertainties due to the constraining points lacking
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Figure A2. Mixing ratio dependency of uncalibrated measurements for instruments (a–c) HIDS2254, (d–f) HKDS2038, and (g–
i) HKDS2039. The measurements are carried out with discrete injections by using an autosampler with N2 as the carrier gas (experiments 3,
9, and 14). Only the data below 10 000 ppmv are shown. Symbols and solid lines indicate measurements and fits, respectively, as in Fig. 1.
at the low end of mixing ratios. The contrast is not observed
for the repeated experiment with added mixing ratio steps
(Fig. A1g; green). It is also possible that, for a standard in
which the isotopic composition is close to a turning point in
the correction surface (Sect. 5), hysteresis effects with oppos-
ing signs may become visible within the range of uncertainty.
This can be also found, for example, in the small shift of the
dependency shape in δD for VATS among the three analysers
(Fig. A2b, e, and h; green curve). Further tests with more
in-between standards, or a vapour-generation approach that
does not suffer from memory, are needed to address this un-
certainty in the dependency shape.
A4 Variations among CRDS analysers
To investigate the variations of the mixing ratio dependency
between the individual instruments, we have repeated the
same characterisation on three analysers (experiments 3, 9,
and 14). The characterisation is carried out with four stan-
dard waters (GSM1, VATS, DI, and EVAP) by using liquid
injections via an autosampler with N2 as the mixing dry gas.
The characterisation results for the three analysers are
shown in Fig. A2. For 1δ18O, the positive deviation for
GSM1 below 4000 ppmv on instrument HKDS2038 is about
0.2 ‰–1.8 ‰ stronger than that of the other two analy-
sers (Fig. A2a, d, and g; blue). The mixing ratio depen-
dency of VATS below 4000 ppmv is nearly flat on instrument
HKDS2038 while exhibiting a substantial negative deviation
for the other two analysers. The mixing ratio dependencies
for the other two standard waters (DI and EVAP) are in good
agreement among the three analysers. For 1δD, the mixing
ratio dependency of VATS below 2000 ppmv is slightly posi-
tive on instrument HKDS2038 while being nearly flat on the
other two analysers (Fig. A2b, e, and h; green). The mixing
ratio dependency for the other three standard waters (GSM1,
DI, and EVAP) agree well among the three analysers. The
calculated d-excess (Fig. A2c, f, and i) shows an increasing
positive deviation towards the low end of the mixing ratio for
almost all the standard waters measured on the three analy-
sers except for DI and GSM1, which were measured on in-
strument HKDS2038 as their mixing ratio dependencies ap-
pear to be rather flat or even slightly negative.
Despite the minor difference in the magnitude of the devi-
ations, it is clear that the isotope composition–mixing ratio
dependency exists in all three analysers investigated here.
The behaviour of the dependency is, to the first order, in
good agreement across the analysers. For the standard wa-
ters with relatively depleted isotope compositions, the mea-
surements of all three analysers exhibit a mixing ratio depen-
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Figure A3. Same as Fig. 2 but a comparison between results in February 2017 (black symbols; experiment 1) and May 2018 (red symbols;
experiment 2). A larger, 95 % confidence interval for the fit of May 2018 (red dotted line) is due to the fewer data points available (only four
standards measured).
dency, where the isotopic value increases as the mixing ratio
decreases. For the standard waters with relatively enriched
isotope compositions, the measurements exhibit a reversed
mixing ratio dependency.
A5 Long-term stability
To quantify the long-term stability of the isotope
composition–mixing ratio dependency, we examine the
temporal change of the fitting coefficients (aδ , bδ , and cδ)
in Eq. (4). Figure A3 shows the fitting coefficients for the
mixing ratio dependency characterised by liquid injections
on instrument HIDS2254 in February 2017 (experiment 1;
black line) and in May 2018 (experiment 2; red line). For the
characterisation in May 2018, only four standard waters are
measured; this results in a fit with a relatively large, 95 %
confidence interval. In this context the change over time is
considered insignificant if the coefficients (and their fitted
curve) from the characterisation in May 2018 are within
the 95 % confidence bounds for the fitted curve from the
characterisation in February 2017.
For the mixing ratio dependency on δ18O, the change of
coefficient a is insignificant. However, it is worth noting
that the fitting coefficient a, with respect to standard GSM1
(Fig. A3a; the first data point), changes slightly from neg-
ative to positive. This small change results in an opposite
mixing ratio dependency shape at a low mixing ratio. The
change of the mixing ratio dependency for GSM1 partly re-
flects on the sensitivity of the instrument to a certain range
of isotope compositions and partly on the uncertainty aris-
ing from both low instrument precision and a lack of mea-
surements at low mixing ratios. The changes of coefficients
b and c are substantial for the standard waters of relatively
high δ18O (Fig. A3b, c). A less negative b and a less positive
c reflects a weaker mixing ratio dependency in May 2018.
For the mixing ratio dependency on δD, a reasonable agree-
ment is exhibited for all three fitting coefficients (Fig. A3d,
e, and f); this points to the same basic shape of the mixing
ratio dependency on δD after a 15-month period.
A repeated characterisation determined via the SDM
with standard water DI in July 2016, February 2018, and
June 2018 (experiments 4, 5, and 6) indicates that the mix-
ing ratio dependency for standard water DI is still con-
sistent after nearly 2 years (not shown). The mixing ratio
dependencies of the three standard waters (GSM1, VATS,
and DI) determined by liquid injections via an autosam-
pler (experiments 9 and 10) and the other three standard
waters (NEEM, GV, and BERM) via manual injections in
instrument HKDS2038 (experiments 12 and 13) indicate
a consistent isotope composition–mixing ratio dependency
after a running of 1 year and 1 month respectively (not
shown). Overall, the stability tests indicate that the isotope
composition–mixing ratio dependency of each analyser is, to
the first order, stable on a long-term basis (1–2 years).
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Appendix B: Fitting uncertainty estimated using a
bootstrapping approach
Since we only have 5 available data points to fit in Eq. (5),
the resultant 95 % confidence interval of the fit is relatively
broad (black dotted line; Fig. 2). This broad confidence in-
terval results in a relatively large standard deviation for the
isotopic deviation (1δ). For example, the resultant standard
deviation for 1δ at 2000 ppmv is about 0.20 ‰, 2.69 ‰, and
3.13 ‰ for δ18O, δD, and d-excess respectively. To reduce
this large standard deviation for 1δ, we use a bootstrapping
approach (Efron, 1979) to estimate the fitting uncertainty in
Eq. (5).
The bootstrapping approach can be explained by consid-
ering, for example, the coefficient a. For each individual ob-
servation of a, we generate 1000 random values under a nor-
mal distribution, with the mean and standard deviation being
those of each available observation. We now obtain five sets
of 1000 random values since we have 5 a from five stan-
dard waters. Then, we sample 1 value from each set of the
1000 random values and fit those 5 sampled values using
Eq. (5). Finally, we repeat this process 1000 times, thus ob-
taining 1000 fits. The standard deviation of the 1000 fits is
the standard deviation that is adopted here (blue dotted line;
Fig. 2).
In this way, the standard deviations estimated for the co-
efficients a, b, and c are lowered to about 15, 0.4× 10−6,
and 8× 10−3 for δ18O and 100, 3× 10−6, and 0.1 for δD
respectively. This, in turn, substantially reduces the resultant
standard deviation for 1δ. For example, the standard devia-
tion for 1δ at 2000 ppmv is reduced by a factor of 20, which
is about 0.01 ‰, 0.11 ‰, and 0.14 ‰ for δ18O, δD, and d-
excess respectively.
Appendix C: Analytical solution for δcor
In the following, we derive the analytical solution for δcor in
Eq. (7) at the reference mixing ratio (i.e. 20 000 ppmv). The
derivation applies to both δ18O and δD.
The coefficients a(δcor), b(δcor), and c(δcor) are given ac-











By substituting Eq. (C1) into Eq. (7) and rearranging the
























Equation (C2) is a quadratic equation with its only physical







The coefficientsm, n, and k are already obtained from the fits
in Eq. (5). When given a measured mixing ratio, h, and the
corresponding isotope composition, δmeas, we can obtain the
isotope composition at 20 000 ppmv, which is δcor according
to the solution Eq. (C3).
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